Measurement of auditory brainstem responses evoked by electrical stimulation with a cochlear implant.
Auditory brainstem responses evoked by electrical stimulation with a Nucleus/Cochlear implant can be measured if care is taken to prevent stimulus artefacts. A simple procedure is described which relies upon a passive LCR filter to prevent the radiofrequency carrier from entering the input of the recording amplifier. The filter simply prevents saturation of the amplifier by the carrier.